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SECTION 1 

RESULTS 



Packing List 
From: National Patent Analytical Systems Inc. 

2090 Harrington Mem. Rd., Mansfield, Ohio 44903 

Cust Purch Ord No. SI 2 -0369 

Ship To: 

Vermont Dept of Health 

1 95 Colchester Avenue 

Burlington Vt 05401 

At tn : Ship Via FedEx 

Comments S E N D INVOICE T O A T T N . P A T R I C E P R E N D E R 

Cust No. 
Sales Order No. 44963 

V T 1 6 7 8 J Ord Date 11/8/11 Ship Date 
Packing List No. 

12 /2 /11 
69312 

Bill To: 

Vermont Dept of Health 

P 0 Box 70 

Burlington 

3.00 

Vt 0 5 4 0 2 F r e i g h t 

Inv Part No Quantity This Back Total Ship Description 
Ordered Shipment Ordered To Date Customer Part No. |Drawing Part No. / Rev 

3 5 1 9 6 

ISerial Nos. 

1.0 1 1.0 LABEL, DMT SERIAL NUMBER 
None Given 

I 
3 5 1 9 6 / B 

3 6 3 4 7 

Serial Nos. 

1.0 1 1.0 CORD, POWER LINE 6' 7" BLACK 
None Given 

1 
36347 / . 

3 6 5 2 1 

Serial Nos. 

1.0 1 1.0 CABLE ASSY, USB PRINTER 2.0 A-B MALE 2 METER LONG 
None Given No Draw # / NONE 

3 7 4 0 1 

ISerial Nos. 

1.0 1 1.0 KEYBOARD, CHERRY 
None Given 37401 / . 

3 9 2 2 5 

Serial Nos. 

1.0 1 1.0 PRINTER, GENERIC COLOR LASER 
None Given 

1 
No Draw # / NONE 

4 2 2 2 2 

Serial Nos. 

1.0 1 1.0 TUBE ASSY, BREATH DMT 1 2VDC / W / S E N S E / 4 1 4 6 0 
None Given No Draw # / NONE 

6 0 0 1 5 

ISerial Nos. 

1.0 1 1.0 PEN, STYLUS TOUCH SCREEN 
None Given No Draw # / NONE 

7 5 0 1 3 

ISerial Nos. 

1.0 1 

[300151 

1.0 DMT, VERMONT CONFIG 
None Given No Draw # / NONE 

Z 7 1 7 0 0 

ISerial Nos. 

1.0 1 1.0 BOX, KIT DMT EXTENDED 26 " LONG 
None Given No Draw # / NONE 

•ft"b 



National Patent 
Analytical Systems, Inc. 

Certificate of Calibration 

Instrument Serial Number 

Standard Reference Number 

The above instrument has been calibrated and is hereby 
certified for use in determining alcohol breath concentration 
when used in accordance with the operating guidelines by a 
properly trained operator. 

Date 
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Simulator 
Assignment 

Certification 

z& ! \ r 
0.01% Acet. 
in 0.08% 
EtOH 

0.04% MeOH 
in H 2 0 

0.04% IPA 
in H 2 0 

0.01% Acet. 
in 0.04% 
EtOH 

0.02% Acet. 
in 0.04% 
EtOH 

0.04% MeOH 
in 0.08% 
EtOH 

t&l 0.04% IPA 
in 0.08% 
EtOH 



DataMaster DMT Serial Number 300151 

Operator Date GC Value DMT Average Std Dev % Recovery 
SRM 12/8/2011 0.020 0.020 0.000 100 
SRM 12/8/2011 0.081 0.079 0.000 97 
SRM 12/8/2011 0.162 0.160 0.000 98 
SRM 12/8/2011 0.408 0.401 0.001 98 
KLK 12/12/2011 0.020 0.019 0.000 95 
SRM 12/12/2011 0.082 0.080 0.000 97 
KLK 12/12/2011 0.165 0.162 0.000 98 
KLK 12/12/2011 0.408 0.399 0.000 97 
KLK 12/12/2011 0.020 0.021 0.001 105 
KLK 12/12/2011 0.082 0.079 0.000 96 
KLK 12/12/2011 0.165 0.160 0.000 96 
KLK 12/12/2011 0.408 0.400 0.000 98 
KLK 12/13/2011 0.020 0.021 0.000 105 
KLK 12/13/2011 0.082 0.078 0.000 95 
SRM 12/13/2011 0.165 0.159 0.000 96 
SRM 12/13/2011 0.408 0.399 0.000 97 
SRM 12/13/2011 0.020 0.020 0.000 100 
SRM 12/13/2011 0.082 0.080 0.000 97 
SRM 12/13/2011 0.165 0.159 0.000 96 
SRM 12/13/2011 0.408 0.401 0.000 98 

Average 
Std Dev 
Range 

0.0001 
0.0003 

98 

95-105 

Linearity 

0.000 0.050 0.100 0.150 0.200 0.250 
DMT Results 

0.300 0.350 0.400 0.450 
y = 1.0199x +0.0004 

R2 = 0.9999 



L o g O n R e c o r d H i s t o r y 12nlToA 

Test 
Date 

Test 
Time Name 

12/05/2011 13:59:00 Kirk Kimball 
12/06/2011 11:13:58 Kirk Kimball 
12/06/2011 13:20:47 Kirk Kimball 
12/06/2011 14:43:59 Kirk Kimball 
12/07/2011 07:04:41 Kirk Kimball 
12/07/2011 08:42:30 Kirk Kimball 
12/07/2011 09:42:22 Steven Harnois 
12/07/2011 10:16:37 Kirk Kimball 
12/07/2011 12:10:42 Kirk Kimball 
12/07/2011 12:55:10 Kirk Kimball 
12/07/2011 13:30:33 Kirk Kimball 
12/07/2011 14:53:49 Kirk Kimball 
12/08/2011 07:23:29 Kirk Kimball 
12/08/2011 08:55:25 Steven M e r r i l l 
12/09/2011 07:30:39 Kirk Kimball 
12/09/2011 09:16:49 Kirk Kimball 
12/09/2011 09:45:27 Kirk Kimball 
12/12/2011 08:14:02 Kirk Kimball 
12/12/2011 09:37:28 Kirk Kimball 
12/12/2011 10:10:17 Kirk Kimball 
12/12/2011 10:42:55 Kirk Kimball 
12/12/2011 11:33:50 Kirk Kimball 
12/12/2011 12:52:57 Kirk Kimball 
12/12/2011 13:24:20 Kirk Kimball 
12/12/2011 15:00:38 Kirk Kimball 
12/13/2011 07:13:46 Kirk Kimball 
12/13/2011 09:00:35 Steven M e r r i l l 
12/13/2011 13:29:44 Steven M e r r i l l 
12/14/2011 10:42:38 Steven Harnois 
12/14/2011 11:06:00 Kirk Kimball 

DMT Serial Number #300151 Page 1 of 1 12/14/2011 11:06 AM 
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CALffiRATION REPORT 

DataMaster DMT: 300151 
Calibration Date: 12/07/2011 
Calibrated by: KIRK L KIMBALL 
Lot: 12-33-100 

Ca = 0. 100 
CAL = 0. 968185 0. 800 <= CAL < 1. 200 
b l = 0. 001 0. 000 <= b l < 0. 004 
b2 = 0. 006 0. 002 <= b2 < 0. 010 
b3 = 0. 000 0. 000 <= b3 < 0. 004 
Xq = 0. 089 0. 050 <= Xq < 0. 200 
a21 = 1. 200337 1. 050 <= a21 < 1. 300 
a31 0. 412552 0. 300 <= a31 < 0. 800 

Performed by Date 12/07/2011 

DMT Serial Number #300151 Page 1 of l 12/07/2011 10:42 AM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/07/2011 
Time: 11:31:13 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-39-100 
SOLUTION CONCENTRATION: 0.100 
BLANK TEST 0. 000 11: :32 
CALIBRATION CHECK PASSED 11: :32 
SIMULATOR VAPOR 3 4 .0°C 0. 100 11: ;32 
SIMULATOR VAPOR 34 .1°C 0. 101 11: ;33 
SIMULATOR VAPOR 34 .1°C 0. 101 11: :34 
SIMULATOR VAPOR 34 .1°C 0. 101 11; :35 
SIMULATOR VAPOR 34 .1°C 0. 100 11: :36 
SIMULATOR VAPOR 34 .2°C 0. 100 11: ;37 
SIMULATOR VAPOR 34 • 1°C 0. 100 11 ;39 
SIMULATOR VAPOR 34 .1°C 0. 100 11: :40 
SIMULATOR VAPOR 34 .1°C 0. 101 11; ;41 
SIMULATOR VAPOR 34 .1°C 0. 100 11 ;42 
BLANK TEST 0. 000 11; :43 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/07/2011 
Time: 11:44:49 
SUPERVISOR NAME: 

STEVEN R MERRILL 

SOLUTION LOT #: GUTH 11050 
SOLUTION CONCENTRATION: 0.100 
BLANK TEST 0.000 
CALIBRATION CHECK PASSED 
SIMULATOR VAPOR 34.1°C 0.100 
SIMULATOR VAPOR 34.1°C 0.101 
SIMULATOR VAPOR 34.1°C 0.101 
SIMULATOR VAPOR 34.1°C 0.100 
SIMULATOR VAPOR 34.0°C 0.100 
SIMULATOR VAPOR 34.1°C 0.101 
SIMULATOR VAPOR 34.0°C 0.100 
SIMULATOR VAPOR 34.1°C 0.100 
SIMULATOR VAPOR 34.1°C 0.100 
SIMULATOR VAPOR 34.1°C 0.100 
BLANK TEST 0.000 

11:45 
11:45 
11:46 
11:47 
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11:50 
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11:52 
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Average = 0.100 
Std Dev = 0.000 
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DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 
Installation Date: 
Test Date: 
Test Time: 

12/07/2011 
13:15:08 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2:2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.8°C 
Breath Tube = 44.5°C 
D i g i t a l Sim = 34.2°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.74 V 
Bias Voltage = 80 V 
Chopper Freq = 536 Hz 

PUMP INFO 
Flow Rate = 4.735 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0470 0.0502 
MIN(V) 0.0451 0.0490 

FILTER INFO 
F i l t e r 1 0.050 Zero = true 
F i l t e r 2 0.815 Zero = true 
F i l t e r 3 0.383 Zero = true 

CALIBRATION CHECK 
Xq = 0.089 0.00% 

DMT Serial Number #300151 Page 1 of 1 12/07/2011 1:18 PM 



DIAGNOSTIC RESULT 

DataMaster DMT: 300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 
Installation Date: 
Test Date: 12/08/2011 
Test Time: 07:23:30 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.7°C 
Breath Tube = 43.5°C 
D i g i t a l Sim = 34.1°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.74 V 
Bias Voltage = 80 V 
Chopper Freq = 535 Hz 

PUMP INFO 
Flow Rate = 4.796 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0213 0.0230 
MIN(V) 0.0177 0.0220 

FILTER INFO 
F i l t e r 1 0.022 Zero = true 
F i l t e r 2 0.784 Zero = true 
F i l t e r 3 0.332 Zero = .true 

CALIBRATION CHECK 
Xq . = 0.089 0.10% 

DMT Serial Number #300151 Page 1 of 1 12/08/2011 7:26 AM 



DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 
Installation Date: 
Test Date: 12/08/2011 
Test Time: 08:55:26 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 49.0°C 
Breath Tube = 44.0°C 
D i g i t a l Sim = 34.2°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.74 V 
Bias Voltage = 80 V 
Chopper Freq = 536 Hz 

PUMP INFO 
Flow Rate = 4.795 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0240 0.0276 
MIN(V) 0.0226 0.0258 

FILTER INFO 
F i l t e r 1 0.026 Zero = true 
F i l t e r 2 0.788 Zero = true 
F i l t e r 3 0.341 Zero = true 

CALIBRATION CHECK 
Xq = 0.089 0.30% 

DMT Serial Number #300151 Page 1 of 1 12/08/2011 8:58 AM 



± 
CERTIFICATION REPORT A j L 
DataMaster DMT: 300151 J H 
Calibration Date: 12/07/2011 fifS 
Certification Date: 12/08/2011 - \ 
Certified by: STEVEN R MERRILL 1 ^ 1 

OPTIONS 
VERSIONS Units 
DMT: 1.01 A l c o h o l g/210L 
PIC: 2.06 Simulator 
Modem: 2.2 Tolerance Check yes 
Questions: 2.0 Standard Type wet 

Nominal 0.100 
TEMPERATURES D i g i t a l Simulator Guth34CNP 

Subject 
Sample Chamber = 48.7°C Ask Questions yes 
Breath Tube = 44.1°C Number of Tests 2 
D i g i t a l Sim = 34.1°C A l c o h o l Display yes 

Volume Display yes 
SETTINGS Query Refusal yes 
Lamp Voltage = 1.71 V Copies 3 
Cooler Voltage = 1.74 V Simulator Before yes 
Bias Voltage = 80 V Simulator Between yes 
Chopper Freq = 536 Hz Simulator A f t e r no 

Observation Time 0 
PUMP INFO Supervisor 
Flow Rate = 4.698 L/M Number of Tests 10 

C a l i b r a t i o n 
DETECTOR INFO Standard Type wet 
PUMP ON OFF Nominal 0.100 
MAX(V) 0.0250 0.0297 Nominal (Dry Gas) 0.100 
MIN(V) 0.0236 0.0283 Number of Tests 1 

P r i n t e r 
FILTER INFO P r i n t e r On.. yes 
F i l t e r 1 0.029 Zero = true Software C o n f i g u r a t i o n 
F i l t e r 2 0.791 Zero = true Data C o l l e c t i o n yes 
F i l t e r 3 0.344 Zero = true 
CALIBRATION CHECK 
Xq = 0.088 0.59% 

DMT Serial Number #300151 Page I of2 12/08/2011 11:06 AM 



Linearity Check Results 
True Value Reported Average Std Dev 
0.020 g/210L 0.021 g/210L 0.0010 
Lot# 12-35-020 
0.081 g/210L 0.079 g/210L 0.0000 
Lot# 12-37-080 
0.162 g/210L 0.161 g/210L 0.0000 
Lot# 12-36-160 
0.408 g/210L 0.399 g/210L • 0.0010 
Lot# 12^0^00 

R2 = 0.9999 

Acetone Interference Test 
Lot# 12-37-080A1 

Interference Detected 

Mouth Alcohol Test 
Mouth Alcohol Detected 

RF Detection Test 
Passed 

Sample Acceptance Test 
Passed 

CERTIFICATION PASSED 

D M T Lin e a r i t y 
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0. 00 

0. 08 

0. 00 
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DMT Results 

Alcohol(g/210L) 
Flow Rate(L/M) 

10 15 20 

Alcohol(g/210L) 
Flow Rate(L/M) 

25 

0.42 0.50 
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20. 0 

13.3 
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0.0 

40.0 

36. 0 

32.0 

28.0 

24.0 

20.0 

16.0 

12.0' 

8.0 

4.0 

0.0 
10 15 20 25 30 35 40 45 50 55 60 

Performed by D a t e 12/08/2011 

Reviewed by Date 12-$-11 

DMT Serial Number #300151 Page2of2 12/08/2011 11:06 AM 



SECTION 3 

LINEARITY TESTS 



DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 12/08/2011 
Installation Date: 
Test Date: 
Test Time: 

12/08/2011 
12:47:48 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.9°C 
Breath Tube = 44.1°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.73 V 
Bias Voltage = 80 V 
Chopper Freq = 538 Hz 

PUMP INFO 
Flow Rate = 4.880 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0321 0.0356 
MIN(V) 0.0299 0.0341 

FILTER INFO 
F i l t e r 1 0.034 Zero = true 
F i l t e r 2 0.798 Zero = true 
F i l t e r 3 0.359 Zero = true 

CALIBRATION CHECK 
Xq = 0.089 0.10% 

DMT Serial Number #300151 Page 1 of 1 12/08/2011 12:49 PM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/08/2011 
Time: 12:50:11 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-35-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR'33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
SIMULATOR VAPOR 33. 
BLANK TEST 

Average = 0.020 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/08/2011 
Time: 13:08:41 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-37-080 
SOLUTION CONCENTRATION: 0.081 
BLANK TEST 0 .000 13: :09 
CALIBRATION CHECK PASSED 13: :09 
SIMULATOR VAPOR 33 .6°C 0 .079 13: ;10 
SIMULATOR VAPOR 33 -7°C 0 .079 13: i l l 
SIMULATOR VAPOR 33 • 7°C 0 .080 13 s 12 
SIMULATOR VAPOR 33 .7°C 0 .079 13: :13 
SIMULATOR VAPOR 33 .7°C 0 .079 13; :14 
SIMULATOR VAPOR 33 -8°C 0 .079 13: :15 
SIMULATOR VAPOR 33 .7°C 0 .079 13: :16 
SIMULATOR VAPOR 33 • 7°C 0 .080 13: :17 
SIMULATOR VAPOR 33 -7°C 0 .079 13: :18 
SIMULATOR VAPOR 33 .7°C 0 .080 13 :20 
BLANK TEST 0 .000 13 :20 
Average = 0.079 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/08/2011 
Time: 13:26:26 
SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-36-160 
SOLUTION CONCENTRATION: 0.162 
BLANK TEST 0. 000 13 :27 
CALIBRATION CHECK PASSED 13 :27 
SIMULATOR VAPOR 33 .7°C 0. 160 13 :27 
SIMULATOR VAPOR 33 .8°C 0. 160 13 :29 
SIMULATOR VAPOR 33 .8°C 0. 161 13 :30 
SIMULATOR VAPOR 33 .8°C 0. 161 13 :31 
SIMULATOR VAPOR 33 .7°C 0. 161 13 :32 
SIMULATOR VAPOR 33 .7°C 0. 161 13 :33 
SIMULATOR VAPOR 33 .7°C 0. 161 13 :34 
SIMULATOR VAPOR 33 .7°C 0. 161 13 :36 
SIMULATOR VAPOR 33 .6°C 0. 161 13 :37 
SIMULATOR VAPOR 33 .7°C 0. 161 13 :38 
BLANK TEST . 0. 000 13 :39 

Average = 0.160 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/08/2011 
Time: 13:42:52 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 
BLANK TEST 0.000 13:43 
CALIBRATION CHECK PASSED 13:43 
SIMULATOR VAPOR 33.7°C 0.399 13:44 
SIMULATOR VAPOR 33.7°C 0.400 13:45 
SIMULATOR VAPOR 33.7°C 0.401 13:47 
SIMULATOR VAPOR 33.7°C 0.402 13:48 
SIMULATOR VAPOR 33.7°C 0.403 13:49 
SIMULATOR VAPOR 33.8°C 0.402 13:51 
SIMULATOR VAPOR 33.7°C 0.401 13:52 
SIMULATOR VAPOR 33.6°C 0.402 13:53 
SIMULATOR VAPOR 33.6°C 0.402 13:55 
SIMULATOR VAPOR 33.8°C 0.401 13:56 
BLANK TEST 0.000 13:57 
Average = 0.401 
Std Dev = 0.001 

0.50 
0.40 
0.30 
0.20 
0.10 
0.00 

; 

f - | — i - \ 

j i ] j 

10 15 20 25 30 35 40 
0.50 
0.40 
0.30 
0.20 
0.10 
0.00 

10 15 20 25 30 35 40 
0 50 
0 40 

0 30 

0 20 

0 10 
0 00 

0 50 
0 40 
0 30 

0 20 

0 10 
0 00 

0 50 
0. 40 
0 30 

0 20 

0. 10 
0 00 

( 
0. 50 
0. 40 

0. 30 

0. 20 

0. 1C 
0 00 

( 

10 15 20 25 

10 15 20 25 

40.0 
32.0 
24 . 0 
16.0 
8.0 
0 . c 

0.50 
0.40 0.40 Jr.. 
0.30 1 0.30 ./ 
0.20 1 0.20 J 
n i n | 
u. J. u / 
0.00 

v c 5 10 15 20 25 3( 
0.50 
0.40 .-— 
d 
U . J U 

n 9n 
u. 
rt i n 
U . J. u 
0.00 

10 15 20 25 

45 

• ! 

_._ : — 

45 

30 

30 

30 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 

40.0 
32.0 
24 . 0 
16.0 
8.0 
0.0 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 

40.0 
32.0 
24 . 0 
16.0 
8.0 
0.0 

40.0 
32. 0 
24 .0 
16.0 
8.0 • 
0.0 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 

40.0 
32.0 
24 . 0 
16.0 
8.0 
0.0 

10 15 20 25 30 

DMT Serial Number #300151 Page 1 of 1 12/08/2011 1:59 PM 



DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 12/08/2011 
Installation Date: 
Test Date: 12/12/2011 
Test Time: 08:14:03 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 49.0°C 
Breath Tube = 42.0°C 
D i g i t a l Sim = 0.0°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.74 V 
Bias Voltage = 80 V 
Chopper Freq = 536 Hz 

PUMP INFO 
Flow Rate = 4.910 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0081 0.0122 
MIN(V) 0.0067 0.0112 

FILTER INFO 
F i l t e r 1 0.012 Zero = true 
F i l t e r 2 0.772 Zero = true 
F i l t e r 3 0.313 Zero = true 

CALIBRATION CHECK 
Xq = 0.088 0.30% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 09:40:41 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-35-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34, 
BLANK TEST 

Average = 0.019 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 10:13:54 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-41-080 
SOLUTION CONCENTRATION: 0.082 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
BLANK TEST 

0.000 
PASSED 
0.080 

.2°C 

.1°C 

.1°C 
,1°C 
.2°C 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 10:44:42 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-42-160 
SOLUTION CONCENTRATION: 0.165 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.2°C 
BLANK TEST 

Average = 0.162 
Std Dev = 0.000 

0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 11:01:41 
SUPERVISOR NAME: 

KIRK 1 KIMBALL 
SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
BLANK TEST 

Average = 0.399 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 12:53:51 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-35-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.2°C 
BLANK TEST 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 13:26:17 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-41-080 
SOLUTION CONCENTRATION: 0.082 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
BLANK TEST 

Average = 0.079 . 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 13:48:48 ' 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-42-160 
SOLUTION CONCENTRATION: 0.165 
BLANK TEST 0.000 
CALIBRATION CHECK PASSED 
SIMULATOR VAPOR 34.1°C 0.160 
SIMULATOR VAPOR 34.1°C 0.160 
SIMULATOR VAPOR 34.1°C 0.161 
SIMULATOR VAPOR 34.1°C 0.161 
SIMULATOR VAPOR 34.1°C 0.161 
SIMULATOR VAPOR 34.2°C 0.161 
SIMULATOR VAPOR 34.1°C 0.161 
SIMULATOR VAPOR 34.2°C 0.161 
SIMULATOR VAPOR 34.2°C 0.162 
SIMULATOR VAPOR 34.1°C 0.161 
BLANK TEST 0.000 

13:49 
13:49 
13:50 
13:51 
13:52 
13:54 
13:55 
13:56 
13:57 
13:58 
14:00 
14:01 
14:02 

Average 
Std Dev 

0.160 
0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 15:49:57 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 34-
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
BLANK TEST 

3 4 
34 

1°C 
2°C 
1°C 
1°C 
2°C 
1°C 
1°C 
1°C 
1°C 
1°C 

0.000 
PASSED 
0.398 
0.400 
0.400 
0.401 
0.401 
0.401 
0.400 
0.400 
0.401 
0.400 
0.000 

Average 
Std Dev 

0.400 
0.000 

15:50 
15:50 
15:51 
15:52 
15:54 
15:55 
15:56 
15:58 
15:59 
16:00 
16:02 
16:03 
16:04 

0 50 
0 40 
0 30 
0 20 
0 10 
0 00 

0 50 
0 40 
0 30 
0 20 
0 10 
0 00 

0 50 
0 40 
0 30 
0 20 
0 10 
0 00 

0 50 
0 40 
0 30 
0 20 
0 10 
0. 00 
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irr " ! 

40. 0 
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40.0 
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16.0 
8.0 
0.0 

40.0 
32. 0 
24 . 0 
16.0 
8.0 
0.0 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 
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DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 12/08/2011 
Installation Date: 
Test Date: 12/12/2011 
Test Time: 16:06:31 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.9°C 
Breath Tube = 44.6°C 
D i g i t a l Sim = 34.1°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.73-V 
Bias Voltage = 80 V 
Chopper Freq = 538 Hz 

PUMP INFO 
Flow Rate = 4.87* i L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0594 0.0622 
MIN(V) 0.0565 0.0602 

FILTER INFO 
F i l t e r 1 0.061 Zero = true 
F i l t e r 2 0.826 Zero = true 
F i l t e r 3 0.399 Zero = true 

CALIBRATION CHECK 
Xq - 0.089 0.49% 
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DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 12/08/2011 
Installation Date: 
Test Date: 12/13/2011 
Test Time: 07:14:42 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 49.1°C 
Breath Tube = 42.9°C 
D i g i t a l Sim = 34.1°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.74 V 
Bias Voltage = 80 V 
Chopper Freq = 537 Hz 

PUMP INFO 
Flow Rate = 5.005 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0163 0.0209 
MIN{V) 0.0148 0.0195 

FILTER INFO 
F i l t e r 1 0.021 Zero = true 
F i l t e r 2 0.779 Zero = true 
F i l t e r 3 0.323 Zero = true 

CALIBRATION CHECK 
Xq = 0.088 0.49% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 07:18:38 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-35-020 
SOLUTION CONCENTRATION: 0.02 0 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34 
BLANK TEST 

,2°C 
,2°C 
,1°C 
,1°C 
,1°C 
,2°C 

0.000 
PASSED 
0.023 
0.022 
0.022 
0.022 
0.021 
0.021 
0.021 
0.021 
0.021 
0.021 
0.000 

Average 
Std Dev 

0.021 
0.000 

L4 •4^ 

07:19 
07:19 
07:20 
07:21 
07:22 
.07:23 
07:24 
07:25 
07: 
07: 

26 
27 
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0. 02 p ~ ~ ~ r - T r : ~ : 8.0 
0.00 / 0.0 0.00 

0 5 10 15 20 25 30 
0.10 4 U . U 
0.08 32.0 0.08 32.0 
0.06 1 24 . 0 
0.04 
0.02 

1 1 j 1 16.0 
8.0 

0.04 
0.02 / ! ! _...„ h ! ! 

16.0 
8.0 

0.00 / - — 0.0 
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0 5 10 15 20 25 3 

0.0 
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0.10 40.0 
0.08 32.0 0.08 32.0 
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0.00 / 0.0 

3 
0.00 

D I 10 15 20 25 3 
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0.10 40.0 
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0.04 16.0 
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0.02 p n 0.02 / o . u 0.00 J 0.0 
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0.02 o n 0.02 / o . U 0.00 / 0.0 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 07:35:45 
SUPERVISOR NAME: 

KIRK 1 KIMBALL 
SOLUTION LOT #: 12-41-080 
SOLUTION CONCENTRATION: 0.082 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR. 34.1°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.1°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
SIMULATOR VAPOR 34.2°C 
BLANK TEST 

Average = 0.078 
Std Dev = 0.000 

0.000 
PASSED 
0.078 
0.079 
0.079 
0.079 
0.079 
0.079 
0.079 
0.079 
0.079 
0.079 
0.000 

07:36 
07:36 
07:37 
07:38 
07:39 
07:40 
07:41 
07:42 
07:43 
07:45 
07:46 
07:47 
07:48 

0 20 
0 16 
0 12 

0 08 

0 04 
0 00 

0. 20 
0. IS 
0. 12 

0. 08 

0 04 
0 00 

0 20 
0. 16 
0 12 

0. 08 

0 04 
0 00 

0 20 
0 16 
0 12 

0 08 

0 04 
0 00 

0. 20 
0 16 
0 12 
0 08 

0 04 
0 00 

0 20 
0 16 
0 12 

0 08 

0 04 
0 00 

0 20 
0 16 
0 12 

0. 08 

0 04 
0 00 

0. 20 
0. 16 
0. 12 

0. 08 
0 04 
0. 00 

0. 20 
0. 16 
0. 12 

0. 08 

0. 04 
0. 00 

0. 20 
0. 16 
0. 12 

0. 08 

0. 04 
0. 00 

I 

1 

10 25 20 25 30 

10 15 20 25 30 

10 15 20 25 30 

10 15 20 25 30 

10 15 20 25 30 

10 15 20 25 30 

10 15 2 0 25 30 

10 15 20 25 30 

L 
10 15 20 25 30 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 

40.0 
32.0 
24 . 0 
16.0 
8.0 
0.0 

40.0 
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24.0 
16.0 
8 . 0 
0.0 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 

40.0 
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16.0 
8.0 
0.0 

40.0 
32. 0 
24 . 0 
16.0 
8.0 
0.0 

40.0 
32.0 
24 . 0 
16.0 
8.0 
0.0 

40.0 
32. 0 
24.0 
16.0 
8.0 
0.0 

40.0 
32. 0 
24.0 
16.0 
8.0 
0.0 

40.0 
32. 0 
24.0 
16.0 
8.0 
0.0 

10 15 20 2 5 30 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 07:54:35 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-42-160 
SOLUTION CONCENTRATION: 0.165 
BLANK TEST 0 .000 07: :55 
CALIBRATION CHECK PASSED 07: :55 
SIMULATOR VAPOR 34. 1°C 0 .158 07: :56 
SIMULATOR VAPOR 34. 1°C 0 .159 07: :57 
SIMULATOR VAPOR 34. 2°C 0 .159 07; :53 
SIMULATOR VAPOR 34. 2°C 0 .161 08; : 00 
SIMULATOR VAPOR 34. 2°C 0 .160 08: :01 
SIMULATOR VAPOR 34. 1°C 0 .159 08: :02 
SIMULATOR VAPOR 34. 1°C 0 .160 08; :03 
SIMULATOR VAPOR 34. 2°C 0 .160 08: :04 
SIMULATOR VAPOR 34. 2°C 0 .160 08: :06 
SIMULATOR VAPOR 34. 2°C 0 .160 08: :07 
BLANK TEST 0 .000 08: ;08 
Average = 0.159 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 09:01:47 
SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 
BLANK TEST 0 .000 09: 02 
CALIBRATION CHECK PASSED 09: 02 
SIMULATOR VAPOR 34 .1°C 0 .400 09: 03 
SIMULATOR VAPOR 34 .2°C 0 .400 OS: 04 
SIMULATOR VAPOR 34 -2°C 0 .400 09: 06 
SIMULATOR VAPOR 3 4 ,1°C 0 .399 09: 07 
SIMULATOR VAPOR 34 -1°C 0 .399 OS: 08 
SIMULATOR VAPOR 3 4 .l°c 0 .399 09s 10 
SIMULATOR VAPOR 34 .2°C 0 .399 OS: 11 
SIMULATOR VAPOR 34 • 1°C 0 .400 09: 12 
SIMULATOR VAPOR 34 .1°C 0 .399 09: 14 
SIMULATOR VAPOR 34 .1°C 0 .400 09: 15 
BLANK TEST 0 .000 09: 16 
Average = 0.399 
Std Dev = 0.000 

- s o — 

DMT Serial Number #300151 Page 1 of 1 12/13/2011 9:17 AM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 11:11:09 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-35-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
BLANK TEST 

2°C 
1°C 
2°C 
1°C 
1°C 
1°C 
2°C 
1°C 
2°C 
2°C 

0.000 
PASSED 
0.020 
0.020 
0.020 
0.020 
0.020 
0.020 
0.020 
0.020 
0.020 
0.020 
0.000 

Average = 0. 
Std Dev = 0. 

020 
000 

11:12 
11:12 
11:12 
11:13 
11:14 
11:15 
11:16 
11:17 
11:18 
11:19 
11:20 
11:21 
11:22 

0 10 
0 08 
0 06 

0 04 

0 02 
0 00 

0. 10 
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0. 02 
0. 00 

0. 10 
0. 08 
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0. 10 
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0. 04 
0 02 
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0. 10 
c 08 
0. 06 

0. 04 

0. 02 
0. 00 

0. 10 
0. 08 
0. 06 

0. 04 
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0. 00 
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0. 00 
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0. 04 
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0. 00 

0. 10 
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0. 04 

0. 02 
0. 00 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 11:34:40 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-41-080 
SOLUTION CONCENTRATION: 0.082 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
BLANK TEST 

34 
34 
34 

2°C 
1°C 
1°C 
1°C 
1°C 
1°C 
1°C 
1°C 
1°C 
1°C 

0.000 
PASSED 
0.080 
0.080 
0.080 
0.080 
0.080 
0.080 
0.080 
0.080 
0.080 
0.080 
0.000 

Average 
Std Dev 

0.080 
0.000 

11:35 
11:35 
11:36 
11:37 
11:38 
11:39 
11:40 
11:41 
11:42 
11:43 
11:44 
11:45 
11:46 

0.20 
0.16 
0.12 
0. 08 
0. 04 
0. 00 

0.20 
0.16 
0.12 
0.08 
0. 04 
0.00 

0.20 
0.16 
0.12 
0.08 
0. 04 
0.00 

0.20 
0.16 
0.12 
0.08 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 11:54:22 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-42-160 
SOLUTION CONCENTRATION: 0.165 
BLANK TEST 0. 000 11: 55 
CALIBRATION CHECK PASSED 11: 55 
SIMULATOR VAPOR 34 .2°C 0. 159 11: 55 
SIMULATOR VAPOR 34 .2°C 0. 159 11: 57 
SIMULATOR VAPOR 3 4 • 1°C 0. 159 11: 58 
SIMULATOR VAPOR 34 ,1'C 0. 160 H i 59 
SIMULATOR VAPOR 34 -2°C 0. 160 12 : 00 
SIMULATOR VAPOR 34 -2°C 0. 160 .12: 01 
SIMULATOR VAPOR 34 .1°C 0. 160 12: :02 
SIMULATOR VAPOR 34 .2°C 0. 160 12: 04 
SIMULATOR VAPOR 34 .1°C 0. 160 12: 05 
SIMULATOR VAPOR 34 .1°C 0. 160 12: ;06 
BLANK TEST 0. 000 12: .07 

Average = 0.159 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 

Date: 12/13/2011 
Time: 13:51:30 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 
BLANK TEST 0. 000 13 :52 
CALIBRATION CHECK PASSED 13: :52 
SIMULATOR VAPOR 34 -2°C 0. 401 13: :53 
SIMULATOR VAPOR 34 .1°C 0. 402 13: :54 
SIMULATOR VAPOR 34 .2°C 0. 401 13: :55 
SIMULATOR VAPOR 34 ,2°C 0. 402 13: :57 
SIMULATOR VAPOR 34 .2°C 0. 401 13: :58 
SIMULATOR VAPOR 34 -1°C 0. 401 13: :59 
SIMULATOR VAPOR 34 .1°C 0. 401 14: iOl 
SIMULATOR VAPOR 34 .2°C 0. 402 14: :02 
SIMULATOR VAPOR 34 .2°C 0. 402 14; :03 
SIMULATOR VAPOR 34 .1°C 0. 402 14: :05 
BLANK TEST 0. 000 14: :06 
Average = 0.401 
Std Dev = 0.000 
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SECTION 4 

INTERFERENCE TESTS 



DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 
Installation Date: 
Test Date: 12/07/2011 
Test Time: 12:10:44 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.8°C 
Breath Tube = 44.6°C 
D i g i t a l Sim = 34.1°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.74 V 
Bias Voltage = 80 V 
Chopper Freq = 535 Hz 

PUMP INFO 
Flow Rate = 4.752 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0535 0-.0565 
MIN(V) 0.0516 0.0547 

FILTER INFO 
F i l t e r 1 0.056 Zero = true 
F i l t e r 2 0.822 Zero = true 
F i l t e r 3 0.395 Zero = true 

CALIBRATION CHECK 
Xq = 0.089 0.10% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 

Date: 
Time: 

12/07/2011 
12:56:16 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-37-080A1 
SOLUTION CONCENTRATION: 0.081 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
BLANK TEST 

0.000 
PASSED 

, 1° CINTERFERENCE 
,1"CINTERFERENCE 
. 1° CINTERFERENCE 
,1"CINTERFERENCE 
, 1°CINTERFERENCE 
, 1°CINTERFERENCE 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/09/2011 
Time: 09:17:34 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-26-040A1 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.8 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.9 
SIMULATOR VAPOR 33.9 
BLANK TEST 

\0 
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0.000 09:18 
PASSED 09:18 
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3CINTERFERENCE 09:19 
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DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 12/08/2011 
Installation Date: 
Test Date: 12/09/2011 
Test Time: 07:30:40 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.8°C 
Breath Tube = 41.9°C 
D i g i t a l Sim = 0.0 °C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.74 V 
Bias Voltage = 80 V 
Chopper Freq = 536 Hz 

PUMP INFO 
Flow Rate = 4.825 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0132 0.0179 
MIN(V) 0.0118 0.0163 

FILTER INFO 
F i l t e r 1 0.017 Zero = true 
F i l t e r 2 0.779 Zero = true 
F i l t e r 3 0.327 Zero = true 

CALIBRATION CHECK 
Xq = 0.088 0.49% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/09/2011 
Time: 09:46:37 

SUPERVISOR. NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-26-040A2 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
SIMULATOR VAPOR 33 
BLANK TEST 

0.000 
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. 9"CINTERFERENCE 
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DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date. 12/07/2011 
Certification Date: 12/08/2011 
Installation Date: 
Test Date: 12/12/2011 
Test Time: 11:19:29 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 49.0<5C 
Breath Tube = 44.1°C 
D i g i t a l Sim = 34.1°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.73 V 
Bias Voltage = 80 V 
Chopper Freq = 537 Hz 

PUMP INFO 
Flow Rate = 4.907 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0585 0.0604 
MIN(V) 0.0561 0.0587 

FILTER INFO 
F i l t e r 1 0.060 Zero = true 
F i l t e r 2 0.824 Zero = true 
F i l t e r 3 0.396 Zero = true 

CALIBRATION CHECK 
Xq = 0.089 0.89% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 

Date: 12/12/2011 
Time: 11:43:44 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-29-0801 
SOLUTION CONCENTRATION: 0.081 
BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
BLANK TEST 

0.000 
PASSED 

1°CINTERFERENCE 
2"CINTERFERENCE 
2 ° CINTERFERENCE 
1"CINTERFERENCE 
1°CINTERFERENCE 
2"CINTERFERENCE 
1"CINTERFERENCE 
1"CINTERFERENCE 
2 ° CINTERFERENCE 
2"CINTERFERENCE 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 12:05:53 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-29-080M 
SOLUTION CONCENTRATION: 0.081 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
BLANK TEST 

0.000 
PASSED 

.1 0 CINTERFERENCE 

.1"CINTERFERENCE 

.1"CINTERFERENCE 

.1 0 CINTERFERENCE 

.1° CINTERFERENCE 

. 2"CINTERFERENCE 
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,1"CINTERFERENCE 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 09:34:58 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-44-0401 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
BLANK TEST 

0.000 
PASSED 

.2"CINTERFERENCE 

.1° CINTERFERENCE 

.1"CINTERFERENCE 

.2"CINTERFERENCE 

.2"CINTERFERENCE 

.2"CINTERFERENCE 
,2"CINTERFERENCE 
.2"CINTERFERENCE 
.1"CINTERFERENCE 
,2"CINTERFERENCE 

0.000 

09:35 
09:35 
09:36 
09:37 
09:38 
09:39 
09:40 
09:41 
09:42 
09:43 
09:44 
09:45 
09:46 

io • 
08 
06 
04 
02 
00L 

c 
10 
08 
06 
04 
02 
00 

10 
08 
06 

.04 
02 
00 

10 
CS 
06 
04 
02 
00 

10 
08 

.06 
04 
02 
00 

.10 
08 
OS 
04 
02 
00 

.10 
08 

06 

04 

02 
00 

10 
08 
06 
04 
02 
00 

10 
08 
06 
04 
02 
00 

10 
08 
06 
04 
02 
00 

i 

1 

10 15 20 25 

10 15 20 25 

L 

10 15 20 25 

10 15 20 25 

10 15 20 25 

10 15 20 25 

10 15 20 2 5 

10 15 20 25 

10 15 20 25 

30 

20 

30 

20 

30 

30 

30 

30 

30 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 

40.0 
32.0 
24 .0 
16.0 
8.0 
0.0 

40.0 
32. 0 
24.0 
16.0 
8.0 
0.0 

40.0 
32. 0 
24. 0 
16. 0 
8.0 
0.0 

40.0 
32.0 
24 . 0 
16.0 
8.0 
0.0 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 

32. 0 
24.0 
16.0 
8.0 
0.0 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 

40.0 
32.0 
24.0 
16.0 
8.0 
0.0 

10 15 20 2 5 30 

DMT Serial Number #300151 Page i of: 12/13/2011 9:49 AM 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 09:54:30 
SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-43-040M 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
SIMULATOR VAPOR 34 
BLANK TEST 

0.000 09:55 
PASSED 09:55 

.2"CINTERFERENCE 09:55 

.2"CINTERFERENCE 09:56 

.2"CINTERFERENCE 09:57 

.1"CINTERFERENCE 09:58 

.1°CINTERFERENCE 09:59 

.1"CINTERFERENCE 10:00 

.2"CINTERFERENCE 10:01 

.2"CINTERFERENCE 10:02 
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0.000 10:05 
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SECTION 5 

FINAL CALIBRATION CHECK TESTS 



DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 12/08/2011 
Installation Date: 
Test Date: 12/13/2011 
Test Time: 14:14:32 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.8°C 
Breath Tube = 45.6°C 
D i g i t a l Sim = 34.1°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.74 V 
Bias Voltage = 80 V 
Chopper Freq = 538 Hz 

PUMP INFO 
Flow Rate = 4.912 L/M 

DETECTOR INFO 
PUMP ON OFF 
MAX(V) 0.0602 0.0644 
MIN(V) 0.0585 0.0630 

FILTER INFO 
F i l t e r 1 0.064 Zero = true 
F i l t e r 2 0.826 Zero = true 
F i l t e r 3 0.399 Zero = true 

CALIBRATION CHECK 
Xq = 0.089 0.69% 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 14:41:27 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-39-100 
SOLUTION CONCENTRATION: 0.100 
BLANK TEST 0 .000 14: 42 
CALIBRATION CHECK PASSED 14: 42 
SIMULATOR VAPOR 34 .1°C 0 .101 14: 42 
SIMULATOR VAPOR 34 .1°C 0 .100 14: 43 
SIMULATOR VAPOR 34 .l°c 0 .100 14: 44 
SIMULATOR VAPOR 34 -1°C 0 .101 14: 45 
SIMULATOR VAPOR 34 ,1°C 0 .100 14: 47 
SIMULATOR VAPOR 34 ,1°C 0 .100 14: 48 
SIMULATOR VAPOR 34 .l°c 0 .100 14: 49 
SIMULATOR VAPOR 34 .o°c 0 .101 14: 50 
SIMULATOR VAPOR 34 .1°C 0 .101 14: 51 
SIMULATOR VAPOR 34 .1°C 0 .100 14: 52 
BLANK TEST 0 .000 14: 53 
Average = 0.100 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 14:55:49 
SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: GUTH 11050 
SOLUTION CONCENTRATION: 0.100 
BLANK TEST 0 .000 14 :56 
CALIBRATION CHECK PASSED 14 :56 
SIMULATOR VAPOR 34. 1°C 0 .099 14 :57 
SIMULATOR VAPOR 34. 1°C 0 .100 14 :58 
SIMULATOR VAPOR 34. o°c 0 .100 14 :59 
SIMULATOR VAPOR 34. l°c 0 .101 15 :00 
SIMULATOR VAPOR 34. 1°C 0 .100 15 :01 
SIMULATOR VAPOR 34. 1°C 0 .100 15 :02 
SIMULATOR VAPOR 34. 1°C 0 .100 15 :03 
SIMULATOR VAPOR 34. o°c 0 .100 15 :04 
SIMULATOR VAPOR 34. 1°C 0 .100 15 :05 
SIMULATOR VAPOR 34. o°c 0 .100 15 :06 
BLANK TEST 0 .000 15 :07 

Average 
Std Dev 

0.100 
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SECTION 6 

ERROR REPORTS 



ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/07/2011 
Time: 13:31:19 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-35-020 
SOLUTION CONCENTRATION: 0.020 

BLANK TEST 0. 000 13 :32 
CALIBRATION CHECK PASSED 13 :32 
SIMULATOR VAPOR 34 .o°c 0. 021 13 :32 
SIMULATOR VAPOR 34 .1°C 0. 021 13 :33 
SIMULATOR VAPOR 34 .1°C 0. 021 13 :34 
SIMULATOR VAPOR 34 .l°c 0. 020 13 :35 
SIMULATOR VAPOR 34 .1°C 0. 020 13 :36 
SIMULATOR VAPOR 34 .o°c 0. 020 13 :37 
SIMULATOR VAPOR 34 .1°C 0. 020 13 :38 
SIMULATOR VAPOR 34 .2°C 0. 020 13 :39 
SIMULATOR VAPOR 34 .1°C 0. 020 13 :41 
SIMULATOR VAPOR 34 .2°C 0. 020 13 :42 
BLANK TEST 0. 000 13 :42 
Average = 0.020 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/07/2011 
Time: 14:54:49 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-37-080 
SOLUTION CONCENTRATION: 0.081 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
BLANK TEST 

0.000 
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0.080 
0.080 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 

Date: 12/07/2011 
Time: 15:13:26 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-36-160 
SOLUTION CONCENTRATION: 0.162 
BLANK TEST 0. 000 15: :14 
CALIBRATION CHECK PASSED 15: :14 
SIMULATOR VAPOR 34. 1°C 0. 162 15: :14 
SIMULATOR VAPOR 34. l°c 0. 162 15: :16 
SIMULATOR VAPOR 34. 1°C c. 162 15: :17 
SIMULATOR VAPOR 34. 1°C 0. 162 15: ;18 
SIMULATOR VAPOR 34. 1°C 0. 162 15: :19 
SIMULATOR VAPOR 34. 1°C 0. 162 15: :20 
SIMULATOR VAPOR 34. 1°C 0. 162 15: :22 
SIMULATOR VAPOR 34. 1°C 0. 162 15: :23 
SIMULATOR VAPOR 34. 1°C 0. 162 15: :24 
SIMULATOR VAPOR 34. 1"C 0. 162 15: :25 
BLANK TEST 0. 000 15: :26 

Average = 0.162 
Std Dev = 0.000 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 14:10:27 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34. 
SIMULATOR VAPOR 34, 
Blank E r r o r 

2°C 
1°C 
1°C 
2°C 
1°C 
1°C 
2°C 
1°C 
1°C 
1°C 

0.000 
PASSED 
0.399 
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DIAGNOSTIC RESULT 

DataMaster DMT:300151 
Location: 
Calibration Date: 12/07/2011 
Certification Date: 12/08/2011 
Installation Date: 
Test Date: 
Test Time: 

12/12/2011 
15:28:49 

VERSIONS 
DMT: 1.01 
PIC: 2.06 
Modem: 2.2 
Questions: 2.0 

TEMPERATURES 

Sample Chamber = 48.7 aC 
Breath Tube 
D i g i t a l Sim 

= 44.8°C 
= 34.1°C 

SETTINGS 
Lamp Voltage = 1.71 V 
Cooler Voltage = 1.73 V 
Bias Voltage = 80 V 
Chopper Freq = 539 Hz 

PUMP INFO 
Flow Rate 4.980 L/M 

DETECTOR INFO 
PUMP ON 
MAX(V) 0.0504 
MIN(V) 0.0494 

OFF 
0. 0543 
0.0530 

FILTER INFO 
F i l t e r 1 0.053 Zero = true 
F i l t e r 2 0.813 Zero = true 
F i l t e r 3 0.378 Zero = true 

CALIBRATION CHECK 
Xq = 0.088 0.39% 
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ACCURACY S PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/12/2011 
Time: 15:33:35 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 

BLANK TEST 
CALIBRATION CHECK 
SIMULATOR VAPOR 34, 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
SIMULATOR VAPOR 
BLANK TEST 

34 
34 
34 
34 
34 
34 
3 4 
34 
34 

1°C 
1°C 
2°C 
1°C 
1°C 
1°C 
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2°C 

0.000 
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0.391 
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0.398 
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0.399 

~ 0.399 
0.000 

Average 
Std Dev 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 08:11:48 
SUPERVISOR NAME: 

KIRK L KIMBALL 

SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 08:12 
PASSED 08:12 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 08:14:50 
SUPERVISOR NAME: 

KIRK L KIMBALL 
SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 

BLANK TEST 0.000 08:15 
CALIBRATION CHECK PASSED 08:15 
Simulator Timed Out 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 08:19:07 

SUPERVISOR NAME: 
KIRK L KIMBALL 

SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 
BLANK TEST ' 0.000 08:20 
CALIBRATION CHECK PASSED 08:20 
Simulator Timed Out t 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT; 300151 
Date: 12/13/2011 
Time: 09:27:00 

SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-44-0401 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

09:27 
09:28 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 09:30:01 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-44-0401 
SOLUTION CONCENTRATION: 0.040 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 
PASSED 

09:30 
09:31 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 13:31:03 
SUPERVISOR NAME: 
STEVEN R MERRILL 

SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 

BLANK TEST 0 .000 13: 31 
CALIBRATION CHECK PASSED 13: 32 
SIMULATOR VAPOR 34 .2°C 0 .394 13: 32 
SIMULATOR VAPOR 34 .1°C 0 .396 13: 34 
SIMULATOR VAPOR 34 .1°C 0 .398 13: 35 
SIMULATOR VAPOR 34 .1°C 0.398 13: 35 
SIMULATOR VAPOR 34 .1°C 0 .398 13: 33 
SIMULATOR VAPOR 34 .1°C 0 .399 13: 33 
SIMULATOR VAPOR 34 .2°C 0 .400 13: 40 
SIMULATOR VAPOR 34 • 1°C 0 .401 13: 42 
SIMULATOR VAPOR 34 .2°C 0 .401 13: 43 
SIMULATOR VAPOR 34 • 2°C 0 .400 13: 44 
BLANK TEST 0 .000 13: 45 
Average = 0 
Std Dev =<(F.002 

r 
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24.0 
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0.0 
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ACCURACY & PRECISION REPORT 

STATE OF VERMONT 
DataMater DMT: 300151 
Date: 12/13/2011 
Time: 13:49:03 
SUPERVISOR NAME: 

STEVEN R MERRILL 
SOLUTION LOT #: 12-40-400 
SOLUTION CONCENTRATION: 0.408 

BLANK TEST 
CALIBRATION CHECK 
Simulator Timed Out 

0.000 13:49 
PASSED 13:50 
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